Hysteroscopic Sterilization Failure Following Post-Procedure Confirmatory Test Indicating Tubal Occlusion.
Hysteroscopic sterilization procedure has gained traction in the past decade as a means of contraception advertised to be 99.83% effective following successful sterilization coil placement and postprocedure hysterosalpingogram confirmation of proper coil positioning and tubal occlusion. A 44-year-old female underwent a second sterilization procedure after delivering a pregnancy that occurred following a reportedly successful hysteroscopic sterilization procedure and subsequent confirmatory testing demonstrating appropriate sterilization coil placement and tubal occlusion. During the second sterilization procedure, a coil device was visible perforating through the left uterine cornua. Following hysteroscopic sterilization, confirmatory testing may demonstrate the appearance of tubal occlusion and proper coil placement when the sterilization devices are incorrectly placed and the fallopian tubes patent.